[Comparative analysis of optical systems for illuminators in light guide apparatus].
The article deals with analysis of light-optic systems with halogen incandescent lamps incorporated into domestic light sources for fiber-optic apparatus, types OC-100, 0C-150 and OC-250, and for some foreign light sources of similar types. The recommendations given are aimed at the improvement of light-optic parameters of the systems where the lamp is built into the reflector.